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There is increasing evidence for the incremental diagnostic and prognostic value of myocardial blood flow (MBF) quantification over conventional relative myocardial perfusion imaging (MPI). Measurement of stress and rest MBF on an absolute scale (mL/min/g) together with the derived ratio of stress/rest flow reserve (MFR) can help to avoid the accepted under-estimation of the extent and severity of disease observed using conventional relative-scale MPI. Improved detection of multi-vessel and micro-vascular disease has been demonstrated with stress MBF and MFR imaging, mainly using dynamic PET with 82 Rb or 13 N-ammonia tracers. Despite these significant advantages, PET imaging is not as widely available as SPECT, which remains the clinical work-horse in nuclear cardiology for the diagnosis and management of patients with obstructive coronary artery disease (CAD).
Recently, dynamic SPECT imaging has been reported using dedicated cardiac systems with new solid-state CZT detector technologies, 1 and using conventional NaI gamma-camera systems with fast detector rotation and regularized iterative image reconstruction. [2] [3] [4] [5] These important advances have opened the door to investigate the potential for quantification of MBF using SPECT. While there remain some technical challenges to overcome such as lower scanner efficiency, correction of residual rest activity, and lower tracer extraction using technetium-based SPECT tracers versus rubidium or ammonia PET, there is also an important change in clinical workflow required: shifting from conventional post-injection rest and post-stress imaging to first-pass dynamic imaging during tracer injection, while the patient is on the SPECT scanner bed.
In this issue of the Journal, Sciammarella and colleagues present initial clinical findings from a small pilot study evaluating dynamic SPECT myocardial blood flow (MBF) imaging compared to early-and standardtiming SPECT myocardial perfusion imaging (MPI) in 15 patients with suspected or known CAD. 6 Their study takes advantage of a unique '4D reconstruction' method for dynamic SPECT imaging, specially developed inhouse for cardiac perfusion imaging. 4 This type of advanced parametric image reconstruction represents the measured data as a combination of pre-defined timeactivity curves (also called shape or basis functions) for every voxel in the field of view. While there is not yet an accepted 'standard basis' for 4D image reconstruction, the authors have shown promising results using their chosen shape functions in several earlier simulation and human studies. [3] [4] [5] If these shape functions can provide a good fit to the measured dynamic data, then the modeled tracer distribution or 'parametric images' can be visualized post hoc at any time point from the start to end of the scan. This has the potential to allow visualization of tracer uptake in very short time intervals (i.e., 5 seconds in the present study) but with the image quality and count statistics derived from the much longer dynamic scan. Using this technology, the authors were able to retrospectively select an optimal time point from the dynamic acquisition that minimized extra-cardiac interference. They compared this 'early' parametric image, visualized at approximately 10 minutes after injection of 99m Tc-tetrofosmin, versus the standard pharmacological stress MPI acquired at 25 to 40 minutes post injection. They also compared interpretations of these MPI results to those based on the quantitative MFR estimates derived from the dynamic first-pass data.
The novelty of the clinical imaging protocol and dynamic SPECT image reconstruction methods notwithstanding, the study has some important methodological limitations that should be considered in the interpretation. Most importantly, they reported a very small sample of patients (n = 15) with selective and arguably sub-optimal measurements of invasive coronary angiography (ICA): 11 of 15 patients with ICA up to 2 years after SPECT, and 10 of these with reported stress SPECT MBF and MFR values in the expected physiological range. It may be tempting to accept the reported high specificity and low sensitivity values of the MPI results (using early or standard timing) in this small cohort. However, these values are exactly opposite to what would be expected in a cohort of patients using ICA as the gold standard for obstructive CAD, where the measured specificity is typically reduced due to post-test referral bias. As shown in Table 1 , these results should be 'taken with a grain of salt,' as none of the measured sensitivity or specificity values are significantly different between methods, and most of the values are not different from the chance rate of 50%. A much larger sample size is needed to make meaningful measurements of diagnostic performance.
The study does present some supportive data (Figure 1 ) that are consistent with previous observations using cardiac PET, i.e., a 40 or 50% reduction in stress MBF or flow reserve in coronary vessels with versus without obstructive disease (stenosis C70%). However, it should be noted that in 2 of the 6 vessels reported with obstructive disease, it appears that MFR or stress MBF values were above the typical normal cut-off values of 2.0 and 1.5, respectively. The values from one of the 7 patients with obstructive disease were not reported, as they were deemed to be 'outliers' above the normal physiological range [personal communication]. The average values of stress MBF (2.4 mL/min/g) and MFR (3.5) across all 30 vessels were substantially higher than those typically reported using 82 Rb or 13 N-ammonia PET in patients with known or suspected CAD. The reported values are more similar to the normal reference range obtained in young healthy subjects without CAD, as summarized in the recent position paper on clinical quantification of MBF published jointly by the J Nucl Cardiol and J Nucl Med. 7 Together, these results suggest that additional verification and/or adjustment of the tracer extraction correction function or 4D SPECT image reconstruction methods may be required, to ensure that 99m Tc-tetrofosmin SPECT measurements of MBF and MFR are comparable to the clinical standard values obtained using 82 Rb or 13 N-ammonia PET. The encouraging results of this small feasibility study suggest that a similar one-day imaging protocol may be able to provide both absolute MBF and relative MPI data using 99m Tc-tetrofosmin with 20-minute dynamic scans at rest and stress, analogous to the wellestablished dynamic PET imaging protocols. Spillover and scatter of tracer uptake from adjacent organs into the myocardium will be critical to understand and/or correct in such 'early-MPI' data. If a one-day rest ? stress or stress ? rest imaging protocol is anticipated, it will also be important to correct the second scan for residual tracer activity from the first scan to maintain quantitative accuracy. Unfortunately, there was no comparison of image quality or extra-cardiac uptake presented in the study by Sciammarella; the authors noted only that 'optimum contrast' was typically observed in the 4D reconstructed images at 8 to 12 minutes post injection.
Following this initial step toward clinical implementation, the use of similar accelerated protocols should be evaluated in larger clinical research studies (including healthy normal subjects) to allow a robust assessment of image quality, sensitivity, and specificity for the detection of i. obstructive CAD, ii. reversible 'ischemic' perfusion defects, and iii. impaired stress MBF and MFR. For example, a similar protocol has been evaluated recently for combined MBF and MPI using 99m Tc-sestamibi with a fast-rotational NaI SPECT scanner and dietary or pharmacologic suppression of early liver uptake, also with promising initial results. 
